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Abstract—Hand and arm impairment is common after stroke.
Robotic stroke therapy will be more effective if hand and
upper-arm training is integrated to help users practice reaching
and grasping tasks. This article presents the design, develop-
ment, and validation of a low-cost, functional electrical stimu-
lation grasp-assistive glove for use with task-oriented robotic
stroke therapy. Our glove measures grasp aperture while a user
completes simple-to-complex real-life activities, and when
combined with an integrated functional electrical stimulator, it
assists in hand opening and closing. A key function is a new
grasp-aperture prediction model, which uses the position of the
end-effectors of two planar robots to define the distance
between the thumb and index finger. We validated the accuracy
and repeatability of the glove and its capability to assist in
grasping. Results from five nondisabled subjects indicated that
the glove is accurate and repeatable for both static hand-open
and -closed tasks when compared with goniometric measures
and for dynamic reach-to-grasp tasks when compared with
motion analysis measures. Results from five subjects with
stroke showed that with the glove, they could open their hands
but without it could not. We present a glove that is a low-cost
solution for in vivo grasp measurement and assistance.

Key words: functional electrical stimulation, grasp-assistive
device, hand therapy, motion analysis, reach to grasp, rehabili-
tation, robotic stroke therapy, stroke, upper limb, validation.

INTRODUCTION

More than 5 million people in the United States are
dealing with disabilities related to stroke, the leading

cause of disability among adults in the country [1]. These
disabilities affect patients’ ability to accomplish real-life
activities of daily living (ADLs), such as drinking and
eating. These ADLs often involve critical submove-
ments, including reaching and/or grasping. About
500,000 new strokes occur each year, leaving about
66 percent of these patients with residual upper-limb
motor impairments and about 50 percent without functional
independence [1]. New stroke rehabilitation insights
suggest that repetition, intensity, motivation, and skilled
task-oriented practice are key to poststroke functional
recovery processes and may lead to use-dependent func-
tional reorganization [2–5]. Our ultimate goal is for
patients with stroke to regain the ability to accomplish a

Abbreviations: 3-D = three-dimensional, ADL = activity of
daily living, ADLER = Activities of Daily Living Exercise
Robot, ANOVA = analysis of variance, DOF = degree of free-
dom, FES = functional electrical stimulation, GUI = graphical
user interface, MCP = metacarpophalangeal, MMT = manual
muscle test, PIP = proximal interphalangeal, SD = standard
deviation, UL Model = Bilateral Upper-Limb Kinematic
Model.
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variety of skilled tasks involving reaching and grasping
using both the arm and hand.

Typically, robotic therapy environments designed for
stroke rehabilitation focus on retraining motor control
using only reaching tasks, without focusing explicitly on
tasks involving the hand [6–11]. Recently, a conscious
effort has existed in the rehabilitation robotics field to
include the hand in robotic therapy. As a result, one such
development is the Activities of Daily Living Exercise
Robot (ADLER), a robotic therapy environment focused
on using reaching and grasping activities to retrain motor
and ADL function (Figure 1) [11]. Preliminary experi-
ence with this functional robot indicates that without an
assistive hand device coupled with the reach assistance
provided by the robot, patients with stroke who are low-
functioning or lack hand function would be limited to
only assistive or resistive reaching activities. To remedy
this, we set two main goals. The first was to integrate a
low-cost grasp-assistive glove into ADLER that would
enable hand therapy, and the second was to measure
grasp aperture as a user completes simple-to-complex
ADLs with and without the ADLER.

From the literature, we identified current commer-
cially available or research-based grasp-assistive devices
and hand-measurement tools. We explored whether these
commercially available or current developmental sys-
tems could be integreated with ADLER and bench-
marked them to determine key requirements. Current
commercially available functional electrical stimulation
(FES) systems such as the NESS H200 (Bioness Inc;
Valencia, California) are secured to the forearm and can

generate hand opening and closing but have limited
application for fine manipulation tasks, specifically the
grasping of small or circular-type objects. Mechanical
hand-opening devices such as the SaeboFlex (Saebo Inc;
Charlotte, North Carolina) and the CyberGrasp (Immer-
sion Corp; San Jose, California) facilitate impaired hand
opening using mechanical actuators of springs and pul-
leys. These devices often require extensive custom-fitting
to patients, and a large and somewhat bulky profile pre-
vents easy assimilation with functional tasks while the
patient uses the ADLER.

Orthotic robotic devices developed for limb therapy
(such as Rutgers Hand Master II-ND Force-Feedback
Glove [12], the HWARD robotic hand-therapy device
[13], the finger therapy robot at the Rehabilitation Insti-
tute of Chicago [Chicago, Illinois] [14], the GENTLE/G
hand robotic therapy system developed at the University
of Reading [Reading, United Kingdom] [15], and cable-
driven finger therapy robots [16]) have been successful in
providing grasp assistance and hand opening. However,
this success is at the cost of a high degree of complexity
in use, attachment, and construction. Since our goals are
ADL function, hand opening, finger extension, and sup-
port for real-life activities, we found too many of these
devices were limited in assisting with real-world object
and task therapy.

In examining current commercial options for measur-
ing finger movements, we decided that sensorized gloves
show promise and can measure finger joint angles and
grasp aperture. A majority of these glove systems is
geared toward the virtual reality market. Systems such as
the 5DT Data Glove Series (Fifth Dimension Technolo-
gies, Inc; Irvine, California), the CyberGlove (Immersion
Corp; San Jose, California), and ShapeHand (Measurand
Inc; Fredericton, Canada) use between 5 and 22 sensors
for measurements. Capable of providing information
such as finger joint angle information and hand posture,
these systems are often very expensive (>$1,000 a unit)
and hard for patients with stroke to don and doff. Lower-
cost gaming systems such as the P5 glove (Essential
Reality; New York, New York) provide gross grasp infor-
mation but are unsuitable for accurate hand-opening
or -closing measurements. The nature of the sensors
employed and the large variability in the response accuracy
of the glove prevent accurate hand-posture measurements.

The literature provided us with insight into features
such as sensor number and placement, materials used,
interface options, software, power supply consideration,

Figure 1.
Activities of Daily Living Exercise Robot setup indicates robot setup
for desktop activities such as game playing. System uses MOOG FCS
HapticMaster (EST; Kaiserslavtern, Germany) with custom hand
attachment to accommodate hands-free interactions.
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and functionality that could influence glove design and
data collection and provide grasp assistance. This article
presents a low-cost glove to measure grasp aperture and
facilitate hand opening and closing during task-oriented
robotic therapy. To determine the reliability and validity
of the glove as a tool to measure hand opening and clos-
ing, we compared results obtained from our glove with
those obtained from gold standard measurement tools
used during static and dynamic tasks. Results from five
nondisabled subjects showed that our glove is accurate
and repeatable for both static open and closed tasks when
compared with goniometric measures and for dynamic
reach-to-grasp tasks when compared with motion analy-
sis measures. We also assessed assistive capability that is
realized using a modified functional electrical muscle
stimulator integrated with the glove. Results from five
subjects with stroke showed that with glove assistance,
subjects were able to open their hands but they were
unable to without the glove. Overall results indicate that
the glove can measure in vivo grasp aperture during func-
tional tasks and may be used in robotic therapy.

METHODS

Glove System Requirements
We centered the design of our FES grasp glove on a

set of core requirements and analyzed each phase of the
design process to ensure that these core requirements
were adequately met [17]. The core requirements are out-
lined as follows:
1. Integration with the ADLER system (Figure 1). The

glove must be able to interface with the current
ADLER system and not interfere with therapy-task
performance. It must be portable and be usable with
and without the ADLER.

2. Comfort and durability. The glove must be minimally
invasive, be lightweight, and not interfere with tasks
performed by the subject. It must also be comfortable
during use and adaptable to various hand sizes. Finally,
it must be easy to don and doff, especially for individu-
als with reduced hand and finger range of motion.

3. Function. The glove must be able to accurately predict
grasp aperture of the hand and determine the grasp pre-
shaping and release stages during a functional task
using a real-world object. Grasp aperture is derived
from the joint angles of the fingers. The glove should

enable a more “natural” interaction with the subject
and the object that is being manipulated.

4. Low cost. The glove must be low in cost to both the
research team and subject.

To meet these requirements, we developed the FES
grasp glove. This glove system consists of five main
parts: sensorized glove; grasp prediction model; muscle
stimulation unit; custom data acquisition, controller, and
processing programs; and controller circuit.

Grasp Prediction Model
The glove design is based on a new robot model for

predicting grasp aperture as dictated by the position of
the index finger and thumb (Figure 2). A pair of two-link
robots connected to a rigid base represents these two dig-
its. This grasp model assumes several key points. First,
that functional grasp, i.e., hand opening and preshaping,
for various functional tasks can be accurately predicted
based on the aperture relationship of the index finger and
thumb. The assumption is from observations of digit uti-
lization during the main types of functional grasping,
namely the tripod, pinch, and power functional grasp
[18–22]. In our understanding of the roles of the fingers
during grasp, the thumb and index finger are always
involved in performing a major part of the manipulation.
Second, for the index finger, the distal phalange and
interphalangeal segments move as a unit and are consid-
ered a single rigid body. Third, the metacarpophalangeal
(MCP) joint for the thumb is constrained to a single
degree of freedom (DOF) revolute-type joint that only
accounts for flexion and extension.

The novel 4-DOF planar robot consists of four revolute
joints, each one representing the proximal interphalangeal
(PIP) and MCP joints of the thumb and index finger

Figure 2.
Proposed grasp model showing grasp aperture (β) as dictated by
distance (d) between tip of index finger and thumb. Hand shows
application concept for model. MCP = metacarpophalangeal, PIP =
proximal interphalangeal, θ = joint angles, B = base frame.
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(Figure 2). We designated the MCP joint of the index
finger as the base for the model marked B in the figure.
The distance between the tips of the robot end effectors
predicts the grasp aperture β, as dictated by the thumb
and index finger, by using the joint-angle information of
the PIP and MCP joints of these two digits. We obtained
the Cartesian positions of the thumb (xthumb, ythumb) and
index finger (xindex, yindex) from the joint angles and the
lengths of the digits, as denoted by l (Equations 1–2).
We obtained the joint-angle information from the sen-
sorized glove and obtained the grasp-aperture β  in Equa-
tion 3 from the forward kinematics equations (Equations
1–2) that were derived for the tips of these two digits rel-
ative to the base of the MCP joint of the index finger,
where t = thumb and i = index finger. We based the mod-
eling of this robot grasp model on the Denavit-Harten-
berg notation [23]. These frame assignments coincide
with the Society of Biomechanics specifications for
frame assignments of kinematic rigid body modeling
[24].

where θ = joint angle and d = distance between the ori-
gins of the thumb and index finger MCP joint base frame.

Glove Design
Figure 3 shows the glove prototype. We focused the

underlying glove design on fitting a reasonable variety of
hand sizes [25]. We created several glove prototypes
using various material combinations but determined that
spandex (a Lycra and cotton combination) provided maxi-
mum flexibility in addition to being lightweight and soft.
We incorporated open-ended fingertips to allow haptic
feedback and assist in grasping manipulation and hand
shaping. We added a commercially available wrist sup-
port (Sammons Preston; Bollingbrook, Illinois) for stabili-
ty and to ensure reliable positioning of the glove. This
splint helps secure the glove at a consistent position with
respect to the wrist and prevents unwanted slipping dur-

ing active usage. To measure the joint angles needed for
the grasp prediction model, we positioned four bend-
sensing resistors (Flexpoint Sensor Systems, Inc; Draper,
Utah) over the PIP and MCP joints of the thumb and
index finger (Figure 3).

We used accuracy and placement of sensors as two
key constraints for sensor selection. Accuracy is crucial
for properly acquiring data. It was important that the sen-
sors did not interfere with grasping or reduce the glove’s
capability to accommodate varying finger lengths. We
used bend sensors (Flexpoint Sensor Systems, Inc;
Draper, Utah) because they met these needs [26]. These
resistive sensors are accurate position sensors with sig-
nificantly smaller, lighter, and more robust profiles than
other possible sensors, such as precision trimming poten-
tiometers (Bourns, Inc; Riverside, California). Bend sen-
sors have a small profile (0.127 mm × 5 mm × varying
lengths) that allows them to fit snugly in the glove
sleeves without additional mounting. We used custom-
sewn nylon sleeves (5 mm wide) to secure the sensors.
The sleeves act as a securing guide and allow the sensors
to slide back and forth on top of the fingers as they flex
and extend but also prevent unwanted side drifting. Both
ends of the sensor sleeves have Velcro that, together with
the slots, allow flexible adjustments for varying finger
lengths (e.g., the sleeves can be pulled tighter as needed
for shorter digits).

We chose FES to facilitate hand opening because of
its capability to target specific muscle groups. The fea-
tures of the FES device, such as low weight, portability,
and use of low-profile gelled, self-adhesive electrodes,

Figure 3.
Sensorized glove front and side views. Glove is lightweight and made
of cotton and Lycra with four flexible sensors used to measure thumb
and index finger joint angles. Sensor sleeves have 30 slots on index
finger and 20 slots on thumb. Width of each sleeve is 5 mm with
tolerance of ±1 mm. MCP = metacarpophalangeal, PIP = proximal
interphalangeal.
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made it suitable for straightforward integration with the
ADLER system. The FES glove system facilitates hand
opening through recruitment of the muscles involved
during a particular action, for instance, the extensor mus-
cle family for wrist extension and hand opening. These
actions reinforce direct involvement of the impaired hand
and promote the use of strategies similar to those used
before the stroke. Finally, the estimated cost of this
device is $49.99, meeting our low-cost goal.

Glove Control Design
We connected the sensors on the glove to a custom

circuit controlled by a pair of dedicated ATmega8 RISC
(reduced instruction set computer) microprocessors
(Atmel Corp; San Jose, California) (Figure 4). We chose
the dedicated microprocessor configuration by consider-
ing a control scheme where one microprocessor focuses
on collecting, storing, and transmitting sensor data and
the other focuses on controlling the stimulation ampli-
tude of the FES device. This dual dedicated microproces-
sor setup is crucial in managing processor resources and

reducing potential bottlenecks in memory allocation and
processor time, especially for measuring real-time joint
angle, predicting grasp aperture, and controlling stimula-
tion assistance. Data transmission between the micropro-
cessors and computer occurs through an RS-232 protocol
[27]. A custom manual trigger that controls the simulator
allows user-initiated stimulation.

The FES device we used with this system is a U.S.
Food and Drug Administration-approved dual-channel
functional electrical muscle stimulator called the EMS7500
Digital Muscle Stimulator (WisdomKing.com, Inc; Ocean-
side, California) (Figure 5). This device is handheld,
powered through a 9 V battery, and capable of providing
a maximum output of 80 mA. The output signal is an
asymmetric square pulse with a frequency range between
2 and 120 Hz and a width range of 50 to 300 μs. We
modified the FES device to be software-controlled by a
personal computer-based custom MATLAB (The Math-
Works; Natick, Massachusetts) graphical user interface
(GUI) (Figure 5). The GUI consists of two main por-
tions. The first is the controller portion for the FES
device and the second is the controller portion for the
bend-sensor data collection unit. The device’s settings
and amplitudes are software-adjusted with a finer grada-
tion, enabling a quantitative recording of the amount of
stimulation administered. The GUI program accepts the
incoming data from the microprocessor and sends appro-
priate controller signals for the device.

Glove Calibration and Setup
Before the start of the task, we asked the subjects to

don the glove and then we calibrated it. Calibration is

Figure 4.
Functional electrical stimulation sensorized glove system with major
components and control flow diagram. Glove data combined with data
from unit are collected with serial communication and processed with
use of custom MATLAB program. Two ATmega8 microprocessors
(Atmel Corp; San Jose, California) mediate collection process. DAQ =
data acquisition, PC = personal computer.

Figure 5.
(a) EMS7500 functional electrical muscle stimulator (WisdomKing.com,
Inc; Oceanside, California). (b) Personal computer-based graphical
user interface. LCD = liquid crystal display.
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performed for two postures: first, when the hand is fully
open, and second, when the hand is fully closed. For each
of these postures, we recorded the joint angles using a
goniometer and recorded bend sensor information with
the MATLAB program. In addition, we measured the
thumb and index finger from the tip of the distal interpha-
langes to the PIP joint (lt1, li1), from the PIP joint to the
MCP joint (lt2, li2), and from the base of the thumb to the
base of the index finger.

Glove Validation Procedures
Ten subjects participated in the validation studies.

All subjects consented before participating in this study,
which was approved by the Institutional Review Board of
the Medical College of Wisconsin and Marquette Univer-
sity. Of the 10 subjects, 5 were nondisabled, right-hand
dominant males, with a mean age of 39.3 years. The
other five were subjects with stroke (two female and
three male), with a mean age of 67.4 years. Two of the
subjects with stroke were right-hand impaired and three
were left-hand impaired: all had varied levels of muscle
weakness and spasticity (Table 1). We clinically assessed
the subjects with stroke using the manual muscle test
(MMT) and the Modified Ashworth Scale [28–31]. We
used the MMT to assess strength and function of select
hand and wrist muscles (e.g., forearm supinators, wrist
flexors/extensors, and finger flexors/extensors), for which
scores range from 0 to 5, with a score of 0 for a subject
with no movement or excitation and a score of 5 for a
subject able to hold a position against test-applied resis-
tance. We used the Modified Ashworth Scale to measure
spasticity for the hand and wrist muscles (e.g., forearm
supinators, wrist flexors/extensors, and finger flexors/
extensors). The scores range from 0 to 4, with a score of
0 being flaccid with no spasticity and a score of 4 having
the highest level of spasticity.

We validated the sensorized glove system in three
trials:
1. A static validation that compared the glove with a

standard goniometric tool to assess the repeatability
and validity of the system.

2. A dynamic validation that compared the glove with a
standard dynamic measurement tool to assess the capa-
bility of the FES glove system to accurately collect
joint-angle data and predict an accurate grasp aperture
during a real-life activity, such as reaching out for var-
ious objects for the five nondisabled subjects.

3. A usability validation that examined subjects’ hand
opening with and without the modified FES device to
determine whether the glove’s stimulation component
can cause hand opening in the five subjects with stroke
who lacked this ability.

For our static and dynamic validation procedures, we
attempted to determine not only face validity but also cri-
terion-oriented validity, i.e., the relationship of our meas-
urement instrument to gold standard instruments such as
the goniometer and a popular infrared camera-based plus
passive markers motion analysis system [32–35].

Static and Dynamic
We instrumented the five nondisabled subjects with

the sensorized glove on their nondominant hand and a set
of reflective markers based on the Bilateral Upper-Limb
Kinematic Model (UL Model) [36]. This model consists
of 12 reflective markers placed on key bony anatomical
landmarks on the upper limb (Figure 6). We modified the
original UL Model by including an additional eight
markers that were placed on the tips of the index finger,
thumb, and on the fifth and third metacarpals to provide
data pertaining to the grasp aperture and hand position in
three-dimensional (3-D) space.

Table 1.
Clinical assessment of manual muscle test (MMT) and Modified Ashworth Scale scores (AshW) for subjects (S) with stroke.

S Impaired 
Hand

Forearm Sup Wrist Ext Wrist Flex Finger Ext Finger Flex
MMT AshW MMT AshW MMT AshW MMT AshW MMT AshW

1 Left 2 2 2 2 1 2 2 2 0 2
2 Right 1 0 1 0 0 0 2 0 0 0
3 Left 2 3 0 2 0 3 0 2 0 3
4 Right 0 1 0 4 0 4 0 3 1 3
5 Left 0 2 3 2 3 2 1 2 3 3

Ext = extension, Flex = flexion, Sup = supination.
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Subjects sat at a table with their hands resting on the
surface and their elbows at 90° of flexion (Figure 7(a)).
We outlined the position of their hands using a permanent
marker on the table overlay. To assess repeatability and
sensitivity of the glove in a static setting, we collected
individual joint-angle measurements using a common
clinical handheld 5.5 in. finger goniometer (Sammons
Preston; Bollingbrook, Illinois) as our objective meas-
urement device for the individual joint angles. This hand-
held goniometer is a standard tool used in clinical
environments to measure joint angles of the digits. The
accuracy of this device is up to within 5°. To assess
dynamic repeatability and accuracy, we used a 15-camera
VICON motion analysis system (VICON; Los Angeles,
California) as the validated objective measurement tool
for grasp-aperture data collection [20–21,33,36]. We then
compared data from these two systems with the data from
the sensorized glove and grasp-prediction model. We col-
lected data from the VICON system at a rate of 120 Hz,
and the glove system collected data at a rate of 28 Hz.

For static assessment, we collected data while the
five nondisabled subjects maintained their hands fully
open and closed. These postures are typically used to
measure finger range of motion [34–35]. For each of the
hand postures, we collected measurements three times

and for 5 seconds for each trial using the glove and gonio-
meter. For the two hand postures, we did not coach the
subjects or ask them to have their hands at any particular
fixed position, but rather we asked them to open and
close their hands at comfortable postures. For the hand-
open postures, the subjects placed the palm of their hand
on the table and kept it as flat as possible. For the
dynamic portion of the study, we presented the subjects
with a series of four tasks (Figure 8). The first three tasks
consisted of reaching out and picking up objects, and the
last task consisted of performing a drinking sequence.
The artifacts used in the first three tasks consisted of a
pen, ball, and vertical cylinder that we placed at three dif-
ferent orientations of 45°, 90°, and 135° from the sub-
ject’s midline (Figure 7(b)). We placed these objects
16 in. from the edge of the table at the midline in a given
orientation. During the “pickup” tasks, the subject
reached out to the object, picked it up, returned it, and
returned to the starting position. We placed more empha-
sis on the geometric properties of the artifacts than on
their functionality. We chose these three shapes because
they represented items used frequently during ADLs in
the home setting. For the drink task, the subject reached
out to pick up a cup located 10 in. from the edge of the

Figure 6.
Extension of upper-limb kinematic model with additional markers on third and fifth metacarpophalangeal (MCP) joints and tips of index finger
and thumb. Circle indicates additional markers used on hand. Directions are based on perspective of viewer. ec = elbow joint center, mlacr = left
acromion process marker, mlelb = left olecranon marker, mlrad = left radial styloid marker, mracr = right acromion process marker, mrelb = right
olecranon marker, mrrad = right radial styloid marker, mstrn = sternal notch marker, RAD = radial styloid, Sc = shoulder center, tc = trunk center,
ULN = ulnar styloid, xle = x-axis of left elbow, xlw = x-axis of left wrist, xre = x-axis of right elbow, xrw = x-axis of right wrist, xt = x-axis of trunk
frame, zle = z-axis of left elbow, zlw = z-axis of left wrist, zre = z-axis of right elbow, zrw = z-axis of right wrist, zt = z-axis of trunk frame, (x) =
circumference of shoulder around acromion and axilla.
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table, took a sip, returned the cup, and then returned to
rest. This task evaluated our glove within an actual func-
tional task. The subjects repeated all of the tasks three
times.

Usability
The last part of the validation study consisted of a

usability analysis study with the five subjects with stroke.
The study helped qualify the capability of the FES com-
ponent of the glove to facilitate hand opening and the
capability of the modified FES device to provide a quan-
titative stimulation level administered for each patient.
We obtained subjects’ spasticity and strength scores,

assessed by a licensed physiatrist using the MMT and the
Modified Ashworth Scale score, respectively (Table 1),
to examine the relationship between these measures and
the stimulation amplitude we applied to facilitate grasp
aperture.

For hand opening, we located the extensor digitorum
muscle group on the forearm by passive activation of the
fingers [35]. We placed a pair of stimulator electrodes at
the extensor muscle belly [31,34]. We then turned on the
FES device and set its amplitude to 0. We did this to
ensure that neither the subject nor the experimenter
was accidentally shocked or hurt during setup. We also
instrumented the subject with the reflective markers and

Figure 7.
Setup for validation tests for dynamic and static portions. Subject is instrumented with VICON markers (VICON; Los Angeles, California) on
arm and hand and seated at table. Glove is worn on right hand for illustration purposes only.

Task Description No. Event Object Location
Artifact at 45° Pick up and return object 1 = Reach for object

2 = Grasp object
3 = Return object
4 = Return to rest

16 in. at 45° from midline 
table edge

Artifact at 90° Pick up and return object 16 in. at 90° from midline 
table edge

Artifact at 135° Pick up and return object 16 in. at 135° from midline 
table edge

Unilateral Drink Drink 1 = Reach for cup
2 = Grasp cup
3 = Lift cup to mouth
4 = Return cup
5 = Return to rest

10 in. from midline table edge

Figure 8.
Task event details.
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sensorized glove worn over the nondominant hand. Once
setup was complete, we connected the electrodes to the
FES device. We informed the subject that the amplitude
would gradually increase until a comfortable threshold
that opened the hand with minimal pain was determined.
We then gradually increased the administered stimulation
at the predefined step of 0.8 percent, or 640 µA. At every
increment, we asked the subject if the level was bearable.
Once the subject obtained a comfortable stimulation
threshold, we recorded the amplitude percentage. We
used the percentage instead of the raw current to compare
opening strength across subjects.

We assessed three hand postures. For the first pos-
ture, the subjects rested their hands in the start position
on top of the table. This start position consisted of the
subject placing his or her hand on the table and relaxing
without eliciting any muscle contractions of the hand.
The second posture required subjects to open their hands
to the best of their ability. The final posture required sub-
jects to open their hands to the best of their ability with
FES.

Validation Data Analysis
We analyzed the data for the static and dynamic por-

tions of the validation study using MATLAB, Microsoft
Excel (Microsoft Corp; Redmond, Washington), and
StatView (SAS Institute, Inc; Cary, North Carolina). We
processed data using custom-written programs in MAT-
LAB, Microsoft Excel, and VICON. We reconstructed
the kinematic data for position and orientation of the
trunk, shoulder, elbow, and wrist using 3-D coordinates
in space together with the UL Model and extended mark-
ers. We filtered the VICON data (size 20 Woltering filter)
[33–34,36–38]. The Woltering filter was designed specif-
ically for kinematic gait analysis. It is equivalent to a
double Butterworth filter but can process data sets of
unequal sampling intervals. We transformed the raw
glove data into appropriate joint angles, which we then
implemented through the proposed grasp model to obtain
the grasp-aperture information. We used a digital zero
phase four-point averaging filter to process the glove
data.

To investigate the correlation between the joint
angles for the hand-open and -closed postures for the
static study, we obtained the mean and standard deviation
(SD) for each subject in each hand position. We com-
pared the data from the glove with those from the hand-
held goniometer for each of the three trials for the

individual joint angles. The SD for all the data measured
from the handheld goniometer was 0 because of its accu-
racy of only 5°. We divided the data set into four main
categories: finger type (index and thumb), joint types
(PIP and MCP), device type (glove and goniometer), and
grasp posture (open and closed). We compared all three
trials for each of the data sets using the repeated meas-
ures analysis of variance (ANOVA) followed by Fisher’s
PLSD (protected least significant difference) as a post
hoc test for all five nondisabled subjects using a signifi-
cance value of 0.05 [37]. The data set met the normality
conditions for the ANOVA.

To assess the correlation between the glove data with
the VICON data for the grasp aperture during hand task
performance, we compared these data to determine
whether a significant difference existed. The analysis of
the functional tasks required each data set to be seg-
mented according to the timing of the respective events
in each task (Table 1). We calculated the patient average
for each of these segments across each trial. Next, we
performed a repeated measures ANOVA with p = 0.05 to
determine the correlation between the grasp aperture and
the measurement devices, across subjects and across
events. We used the Scheffé test as a post hoc analysis for
the dynamic tasks [37]. The data set for the nondisabled
subjects met the normality conditions for the ANOVA.

We collected the usability portion of the analysis for
the glove data by comparing the grasp aperture in the
nonstimulated posture with the stimulated posture. We
performed a repeated measures ANOVA using a signifi-
cance value of 0.05; similarly, we calculated the Scheffé
test for post hoc analysis. The data set met the normal
conditions for the ANOVA.

VALIDATION RESULTS

Static
We tested the null hypothesis that no difference

existed between the glove data measurement of finger
joint angles and the handheld goniometer data for each
finger and finger joint. The results for the static valida-
tion study for the thumb and index finger joints in the
open and closed postures are shown in Figure 9 and
Tables 2 and 3. In examining Table 3, we saw that from
the ANOVA calculations, a significant difference existed
across the finger types (p = 0.002), joint types (p =
0.007), and grasp posture (p < 0.001). In examining the
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data for the device type, we noticed that no significant
difference existed between the glove and goniometer data
(p = 0.93).

In Table 2, we show that for the closed posture, sub-
ject 4 had the lowest measured joint angle for the thumb
PIP at 30°. Subject 4 also had the highest joint angle of
101.24° for the index PIP joint. The table also indicates
that during the hand-open posture, even though all sub-
jects had their hands fully flat on the table to the best of
their abilities, not all joint angles were at 0°. Subject 4
had the highest joint angle of 6.48° for the thumb MCP
joint. In examining the data for the static validation study,

we observed that the results obtained from the glove were
similar to those obtained from the handheld goniometer.
The measurements for subject 5’s index PIP joint had the
largest SD of 2.78°. In looking at the overall results, we
observed that the measured data from the glove and
goniometer correlated closely.

Dynamic
We tested the null hypothesis that no difference

existed between the predicted grasp aperture from the
glove data and from the VICON data for each task in a

Figure 9.
Average joint angles for (a) hand-closed posture and (b) hand-open posture. Error bars represent standard error. MCP = metacarpophalangeal, PIP =
proximal interphalangeal.

Table 2.
Comparison of joint angles (mean ± standard deviation) measured from sensorized glove (GL) and handheld goniometer (GO) for five
nondisabled subjects.

Subject Posture
Thumb PIP Thumb MCP Index PIP Index MCP

GL GO GL GO GL GO GL GO
1 Closed 75.00 ± 2.48 75 45.00 ± 0.24 45 85.00 ± 0.8 85 80.00 ± 0.41 80

Open 0.03 ± 0.03 0 2.50 ± 1.01 5 4.99 ± 0.22 5 0.01 ± 0.01 0
2 Closed 75.20 ± 0.31 75 79.95 ± 1.14 80 83.93 ± 0.86 90 90.02 ± 0.39 90

Open 5.00 ± 0.38 5 0.01 ± 0.7 0 0.13 ± 0.07 0 5.00 ± 0.24 5
3 Closed 64.65 ± 1.28 65 55.00 ± 0.5 55 65.99 ± 2.71 65 90.98 ± 1.45 85

Open 5.00 ± 0.08 5 5.00 ± 0.39 5 5.01 ± 0.09 5 5.00 ± 0.12 5
4 Closed 30.00 ± 1.76 30 51.44 ± 0 50 101.24 ± 1.98 100 80.01 ± 1.32 80

Open 2.95 ± 0.1 5 6.48 ± 0.12 5 0.03 ± 0.01 0 5.03 ± 0.43 5
5 Closed 70.00 ± 0.92 70 80.02 ± 1.43 60 70.01 ± 2.78 70 60.00 ± 0.47 80

Open 0.00 ± 0 0 0.01 ± 0 0 1.67 ± 0 0 5.00 ± 0.04 5
MCP = metacarpophalangeal, PIP = proximal interphalangeal.
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Usability
We hypothesized that the stimulation component of the

glove could provide the subjects with stroke with ade-
quate hand opening. We further hypothesized that the
modified version of the FES device could provide a
quantitative level of stimulation administered for each
subject. We tested the null hypothesis that subjects who

could not complete the tasks without assistance could
have a similar grasp aperture with and without stimula-
tion. Table 5 shows the average results of the stimulation
trials. We can see that, overall, the assisted hand-open
postures had significantly larger grasp apertures than
nonassisted hand-open postures. Comparing the assisted
and nonassisted postures of hand open using ANOVA
showed significant differences, with p = 0.001.

DISCUSSION

We presented the model and prototype of an FES
grasp glove that could be used as a tool for measuring
hand opening and closing during functional tasks inside
and outside of a robotic therapy environment for stroke
rehabilitation. We combined the glove with a modified
muscle stimulator to provide assistance for hand opening
during functional grasping. We conducted two trials
designed to validate the system to determine whether its
accuracy equaled standard tools during static and
dynamic validation studies. We also conducted a trial to
verify whether the FES assistive portion of the system
was usable by subjects with stroke and able to open spas-
tic and nonspastic limbs. Overall, our results indicated
that the grasp aperture measurement for hand posture was
just as accurate as static and dynamic standard meas-
urement tools.

For static validation, a significant difference did not
exist between the predicted glove grasp-aperture data and
the data measured using the goniometer tool, which sug-
gests that the glove’s predicted grasp-aperture meas-
urement for hand posture was just as accurate as this
standard tool. Significant differences we saw for the fin-
ger and joint types show that these joints have different
angles that contribute to the overall grasp aperture
achieved. We expected differences across the grasp types,
since a larger difference existed between the joint angles
when the hand was fully open versus when it was fully
closed. The study also showed us that the data signals
obtained from the system were stable over time and that
little or no noise factor influence was found. This finding
is crucial in determining the stability of the signal because
it influences the future accuracy, especially in the dynamic
validation portions of the task where potential errors
caused by noise interference could potentially be hard
to detect.

Figure 12.
(a) Grasp aperture for objects located at 135° for both glove and
VICON (VICON; Los Angeles California) data for ball, cylinder, and
pen. Patterns seen at 135° are similar to patterns seen at 45° and 90° in
Figure 11. Events 1–4: reach for object, grasp/lift object, return
object, and return to rest, respectively. (b) Grasp aperture for functional
drink task. Differences between grasp aperture predicted by glove were
smaller than VICON prediction for 2 of 5 events, namely events 2 (grasp
cup) and 3 (bring cup to mouth). Events 1–5: reach for cup, grasp cup,
lift cup to mouth, replace cup, and return to rest, respectively. Error
bars represent standard error.
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Although the glove was stable in a static environ-
ment, we anticipated that the dynamic environment, i.e.,
the subject performing tasks with the glove, would chal-
lenge stability of the sensors and the predictive capability
of the model because of movement of the sensors [33].
Therefore, testing the glove dynamically was important.
This observation also suggests that we could improve the
static validation protocol by having the subject remove
the glove and don it again to determine its impact on the
model’s predictive capability.

For the dynamic validation part of the study, no sig-
nificant differences existed between the predicted glove
grasp-aperture data and the data predicted by the infrared
video camera motion analysis process. This finding sug-
gests that the glove’s predicted grasp-aperture meas-
urement for hand posture was just as accurate as this
standard tool. We did observe significant differences
amongst events and tasks. We expected these differences
because the grasp aperture is largest during preshaping
and varies during manipulation of the object, often
depending on the object size [20]. The differences
between events showed us that an influence of object
type on the aperture size exists. We can also see this dif-
ference in the third calculation; for objects that were
larger (cylinder), we used a larger grasp aperture, while
for objects that were smaller (pen), we used a signifi-
cantly different and smaller aperture. Since our statistical
analysis indicated no significant differences between
subjects, we conclude that observed differences were due

to chance and each subject initiated the same strategy
during prehension for each of the tasks.

The glove tended to predict higher grasp aperture for
the cylinder task and lower grasp apertures for grasp and
lift events for the grasping of a pen and a cup handle
(Figures 11 and 12). One possible reason was that the
distance measured from the VICON system was based on
the distance dictated by the center of the reflective mark-
ers and their locations. The marker positions were not on
the tips of the fingers, but rather on top of the fingernails.
This position reduced the total length of each digit com-
pared with the grasp aperture that we obtained from the
glove and the model where the grasp aperture is predicted
as the distance between the tips of the thumb and index
finger. In addition, marker size added to the difference,
because it influenced the distance of the marker’s center
position relative to the tip of the finger. Another possible
source of these differences could have been sensor drift
or slipping. Although we minimized sensor drift and slip-
ping by creating and implementing the special sleeves
that fit the sensors snugly, additional drifts could have
arisen in the functional setting, in that the glove
expanded and contracted during reaching and manipula-
tion events. Another possible source of these grasp pre-
diction differences could have been marker dropout.
Marker dropout is a common problem in motion analysis
[33,36] and occurs when the reflective markers are hid-
den from the cameras. For our tasks, the reflective mark-
ers tended to drop out during initial grasp and
manipulation of the object, where a higher probability
existed that the object itself might block the markers. We

Table 4.
Analysis of variance and post hoc results for dynamic validation study for five nondisabled subjects.

Factor Mean Difference Critical Difference Expected p-Value Calculated p-Value
Devices 2.034 4.0847 0.05 0.16
Events 9.1704 1.6928 0.05 <0.001
Tasks 16.053 1.3085 0.05 <0.001
Subjects 0.6609 2.2363 0.05 0.65

Table 5.
Grasp aperture (cm, mean ± standard deviation) for each of three trials for five subjects with stroke for three hand postures.

Subject Stimulation (%) Hand Closed Hand Open Hand Open Assisted
1 56 4.29 ± 1.04 4.42 ± 0.86 8.68 ± 1.35
2 72 3.27 ± 0.35 5.61 ± 0.72 10.58 ± 0.72
3 68 4.82 ± 2.55 5.38 ± 3.32 7.58 ± 1.11
4 88 2.62 ± 0.4 3.47 ± 1.66 8.40 ± 1.99
5 80 3.32 ± 0.58 4.41 ± 0.10 8.87 ± 2.12
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compensated for marker dropout during the VICON post-
processing through an interpolation process. If marker
dropout is large, the interpolation will introduce larger
errors. We did observe that marker dropout was more sig-
nificant for grasping events than for other events. There-
fore, we expected the glove to predict grasping events
better. Further dynamic validation of the glove is needed
and will be completed in the near future. Examining the
glove’s accuracy is important in measuring grasp-
aperture change over time as is the capability of the sensor
system to continue to accurately predict grasp aperture
after long-term use.

The results obtained from our FES validation study
showed that the system did indeed have an improved
effect in facilitating hand opening. We clearly saw this in
the hand open with assistance postures, where, with
assistance from the device, hand opening was achieved
and the contrary was not possible. This finding helps to
reaffirm our proposed hypothesis and show that the FES
portion of our glove is indeed capable of facilitating hand
opening. We anticipate some subjects with severe spas-
ticity may not benefit from this assistance. The range of
subjects with stroke that can be assisted and the range of
grasping tasks that can be supported by FES need to be
examined.

The combined results of these studies indicate that
the developed system can be integrated into the ADLER
system for reaching and grasping tasks during stroke
rehabilitation. Additional studies are needed to further
evaluate the system during task-oriented therapy.

CONCLUSIONS

This article examines the design, development, and
validation of a custom-made sensorized glove system and
its custom grasp prediction model. The validation results
show that this system was accurate, stable over time, and
repeatable. In addition, the validation studies also helped
show the capability of this glove system for real-time
tracking and the model for predicting grasp aperture. The
FES validation portion proved that the system can deliver
qualitative FES to the subject and that this does indeed
help with hand opening. The efficacy of the system is
crucial, in that the system serves as a tracking tool that
can provide not only real-time functional grasp assistance
but also performance tracking for the ADLER system.
The next phase will be full integration with our robotic
therapy device.
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